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FOREWORD 


This report describes in some detail the work performed by the 
author during a thirteen week period extending from 2 January 1952 to 
about 29 March 1952. It is submitted in partial fulfillment of the 
requirements of the Engineering Electronics course at the U. 5. Naval 
Postgraduate School, Monterey, California. 

The experimentation was carried out at Melpar, Inc. in Alexandria, 
Virginia. 

The report is in a swmeary format rather than a chronological one. 
It includes considerable engineering and product detail in order to 
assist those who may use the unit built, or who may undertake con- 
struction of sinilar units in the future at Melpar. 

In the laboratories of this firm there was, at this time, the 
need for a multiple pulse generator for use in the general development 
of pulse time modulated equipments. In the course of design of these 
pulse time modulated equipments, testing was involved which required 
short S-band r-f pulses. A TS-155C r-f signal generator was modified 
to furnish these test signals. The TS-155C signal generator itself, 
however, had to be modulated by a series of very narrow pulses with 
rise times of the order of a tenth of a microsecond. These pulses were 
required to be capable of being positioned, in time, as close together 
as six-tenths of a microsecond, and furthermore they were to be capable, 
either singly or severally, of being wobbulated at audio frequencies 
(20 to 3000 cycles per second) up to 1.0 microsecond either side of 


their normal positions. 





The need for such a multiple pulse generator, or modulator, is the 
justification for the time and effort expended in its design and con- 
struction. 

Every courtesy, facility, and encouragement was extended by those 


who were my associates at Melpar. For this JI am extremely crateful. 





INTRODUCTION 


The design and testing of the pulse time modulated units, mentioned 
in the foréword required a laboratory layout of considerable flexibility. 
Both the r-f signal generator and the multiple pulse generator used to 
modulate it had to meet rather severe requirements as reference to their 
outputs. 

There were not available, commercially, any S-band r-f signal 
generators capable of being pulsed satisfactorily at such close inter- 
vals as the .6 microsecond spacing required. This presented the possi- 
bility of either modifying an r-f generator, such as the TS-155C, or 
of building a new unit employing a pulser tube and cavity that could be 
triggered at the required time intervals. 

Another problem now appeared. This was the question of what to use 
as a modulator for the r-f generator referred to above. This modulator 
or pulse generator had to meet the following needs; 

It must generate a train of at least five pulses. 

These pulses must not be greater than .2 microsecond in width at 
their 50% amplitude points. 

The rise time of an individual pulse must not exceed .1 micro— 
second, 

The individual pulse must not contain a transient that will inter- 
fere with a following pulse, when spaced as closely as .6 microsecond 
(leading edge to leading edge), 

The pulses must be of sufficient amplitude to fire the r-f gener- 
ator which the unit is to modulate. 
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Bach pulse must be capable of being positioned or delayed over a 
period of at least 0 to 3 microseconds. 

Any selected pulse or pulses must be capable of being modulated, 
in time, sinusoidally at a frequency of 20-3000 cycles per second, with 
an excursion up to 1.0 microsecond either side of the initial position. 

Finally, there must be no cross talk between pulses in the output 
train. 

To meet these requirements, the pulse generator or modulator de- 
scribed in this paper was evolved. 

In order that the design and construction of this piece of test 
equipment might follow a logical and orderly sequence the unit was 
broken down into ten sections, or so called channels (see drawing FAl). 

Channel (A) is a free running blocking oscillator with a control 
for adjusting the pulse repetition rate. The output pulses from this 
channel control channels (B) and (C). 

Channel (B) is composed of a delay multivibrator and slave block- 
ing oscillator. The output is a positive pulse which can be delayed by 
adjusting the recovery time of the delay multivibrator. 

Channel (C€) contains a delay multivibrator, a clipping and stretch— 
ing pulse shaping network, an audio amplifier and a slave blocking oscil- 
lator. A fixed d-c potential, a positive pulse with a stretched leading 
edge, and an audio frequency sine wave are combined in the grid circuit 
of the slave blocking oscillator. This combination produces a varying 
bias which controls the time of firing of the blocking oscillator. 

The output of channel (C) is a positive going pulse which is wobbulating 
at the same audio frequency as that audio signal on the grid. 
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The outputs of these two channels (B) and (C) are connected indi-~ 
vidually to the contacts of a bank of five single pole double throw 
switches, Each of these switches selects the pulse, fixed or wobbulated, 
to be used to control a separate pulse generation channel, similar in 
circuitry to channel (2B). These five channels sre labeled (D) through 
(H). 

As has been indicated, each of the channels (D) through (H) pro~ 
duces a single positive output pulse. This pulse is either stationary 
or wobbulating depending on the pulse selected by the selector arith to 
control the channel. 

The five pulses generated by these channels then are combined in 
the mixing channel (K). The output of this channel is either a positive 
or a@ negative pulse train which can be coded as explained above, 

The remaining section, designated Channel J, is the regulated power 
supply. 

A complete block diagram showing the individual stages within the 
channels is included as drawing EA2. In the following paces, a detailed 
description of the functions of the channels is given, The channels 
are treated individually. The description of the action in the final 
or mixing channel is quite extended and shows clearly that the output 
from this channel meets the pulse train requirements stated previously, 
and that the unit, when finally built and tested, constitutes a satis~ 
factory source of pulses with the characteristics and requirements set 


forth earlier in this introduction, 





Detailed Description of Channels: 

Channel A. FREE RUNNING BLOCKING OSCILLATOR 

This channel is composed of a single stage, 45670, a high relia- 
bility, high frequency twin triode, Referring to drewing EA3, the 
triode is operated as a free ruming blocking oscillator, and is used 
as the master oscillator or timing reference for the entire unit. 
The pulses produced by this stage are very narrow, about .2 micro~ 
second, ani their frequency can be controlled. Rg, which is a 5 meg- 
ohm potentiometer front panel control and Cy, a 100 micromicroferad 
capacitor, determine the pulse repetition frequency. Ro6, 2 5.1 K 


resistor, is for the purpose of limiting the small grid current 





which tends to flow just before the tube blocks. The damping re- 
sistor Ro), 2.7 K, is used in the grid circuit to limit, somewhat, 


the overshoot after blocking occurs. 


Plate waveform 





Referring to the above sketch of the pulse waveform at the plate 
of the oscillator tube, the damping action is as follows: | 

Prior to t, the tuve is in a cutoff state and the plate rides at 
B4, or about 260 volts positive. At t,, the grid has recovered suf- 
ficient to bring the tube out of cutoff and into the conduction 
region. The plate potential then drops and the grid potential rises 
very rapidly due to the regenerative action of the pulse transformer. 


During this period, t,; to to, the damping resistance, reflected into 
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the plate circuit as an imedance of the same value, due to the 1:1 
turns ratio of the windings, is in parallel with the small dynamic 
plate resistance of the tube, The damping resistance then has only a 
small effect on the total swing of the plate and so attenuates the pulse 
amplitude only slightly. 

During time t2 to t3, however, the situation is considerably 
modified, At time to the tube is cutoff and the positive swing, or 
first overshoot, of the plate waveform is developed across the static 
plate resistance of the tube. As was the case from t) to to, this tube 
impedance, now very much larger than during conduction, is again 
shunted by the reflected impedance of the small damping resistor. 
Consequently, the amplitude of the positive swing is greatly reduced 
with the following output wave at the plate as a result. 





Relic 


By thus reducing the transient to neglisitie proportions, the 
pulse repetition rate can be made very high with no cross talk be- 


tween successive pulses. 





The output of the stage is a narrow positive pulse developed 
across the 100 ohm cathode resistor, Ros. It is coupled thru 
crystals Y, and Yo, both Raytheon type CK708, to channels (B) and 


(c) respectively. 
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An interesting feature of the stage is the blocking oscillator 
transformer, this transformer consists of twelve turns on the primary, 
and the same number on the secondary, of #38 SSE wire, wound on a 
mandrel of 3/16" outer diamter. Complete instructions are given on 
page 48 for winding these coils. The coils are completely contained in 
a small pot core, see the figure on page which is mounted on a 
1-1/8" xX 5/8" piece of 3/32" glass silicone board, The electrical 
properties of this silicone glass laminate are very much superior to 
those of other types of rigid laminations for electrical applications 
and, in addition, this type board is characterized by high heat 
stability and low water absorption. The coil leads are terminated on 
turret terminal lugs, type 1720, made by the Cambridge Thermionic 
Corporation, The turret type lug has two soldering spaces, permitting 
two or more connections without superimposing wires and assures good 
contact with neater connections and appearance. The lugs are of brass, 
heavily silver plated. This type of mounting is a necessity since the 
#38 wire size is too fine to allow good point to point soldering. The 
damping resistor is connected between the turret lugs, on which leads 
Fl and $1 are terminated, affording a sturdy mounting. 

The Ferroxcube core employed is made from manganese zinc ferrites, 
pressed into shape and sintered to give considerable hardness to the 
element. The material is characterized by high initial permeability, 
low total losses (residual, eddy current, and hysteresis), high satu- 
ration flux density, and good temperature stability. The initial 
permeability is more than 15 times that of presently available powdered 
iron cores. 
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Above 15 ke the hysteresis loses in a core are negligible in compari- 
son with the eddy current losses. The resistivity of ferroxcube material 
is so very high that these eddy current losses are very small and any 
need for laminating the core is eliminated, 

The above properties together with the enclosing type core used 
constitute a very effective pulse transformer. The high Q and perme~ 
ability permit using a small number of turns, which leads to a very 
narrow pulse, The waveforms for this stage are shown on page 51. 

A sync ovtput is also teken from this section. This is required 
when the stage is functioning at low pulse repetition rates. Under 
these conditions, after the tube has blocked, the grid potential ap- 
proaches cutoff very graduilly. As a result there is a considerable 
range, time wise, over which the tube might again conduct, any slight 
positive fluctuation in the recovering waveform, as cutoff is neared, 


being sufficient to cause the tube to again cycle. This results ina 





very small jitter which can only be overcome by using some means of 
syncing, such as a sine wave superimposed on the grid, to cause posi-~ 
tive firing. However, since the sync output is used to "time control" 
the rf signal generator which this test unit modulates, the slight 


jitter effect is not apparent in the pulsed output of that generator. 








Channel B. DELAY MULTIVIBRATOR & SLAVE BLOCKING OSCILLATOR 

This channel generates a positive pulse which can be delayed over a 
range of several microseconds, Three stages are included in this channel, 
Vg and Vo the two halves of a GJ6, constituting a one-shot delay multi- 
vibrator and Vj), 8 6Ch, a slave blocking oscillator. Referring to figure 
EA, action of the circuit is as follows; 

A positive pulse from channel (A) is coupled through Cg to the grid 
of Vo. The fixed bias on this grid is such that this positive pulse is 
sufficient to cause Vg to conduct. The action that follows is that of a 
typical one shot multivibrator, The output at the plate of Vyo is a 
positive square wave. This wave is not coupled back thru C7 and Cg to 
the cathode of Vj3 because of the unidirectional nature of the crystal, 
Yz, and hence does not interfere with the proper operation of channel 
(C). The width of this square positive pulse is variable and is con 
trolled by potentiometer R395 @ front panel control, in the grid circuit 
of Vics 

The RLC network composed of Cyo, the plate coil of To, R36 and Cj9 
differentiates this positive square wave as shown in the accompanying 


schematic. 
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The negative spike (the differentiated after edge of the square pulse) 
serves to initiate action in stage Vj], the slave blocking oscillator. 
This tube is normally held in a non-conducting state by a fixed bias of 
about -27 volts on its grid. The output of this blocking oscillator is 
a positive pulse developed across R3j,, 220 ohm. It is coupled cut 
through a .Ol capacitor to C13 and may be used to control pulse cener- 
ation channels (D) through (HI). 

C6, C12, and Cj), all serve as decoupling capacitors and so prevent 
modulation of either the B plus or the bias supplies. R39, Rog, and 
Rog comprise a voltage divider network from plus 260 volts to minus }2 
volts, providing a fixed bias of about -20 volts on the grid of Vo 
under dynamic conditions. This =r tube well below cutoff and 
precludes the possibility of the multivibrator free running. This 
possibility of free running must be avoided since Vj; will conduct very 
heavily in the event it occurs. R35 is a1 watt resistor and will burn 
out quickly when so heavily overloaded. Under normal operation the duty 
factor is very small since Vj; conducts only a fraction of a percent of 
the total time of a cycle and overdissipation in Vj] and R35 is not then 
a factor for consideration. 

¥3, a CK708 crystal diode, is used for damping the overshoot in 
the grid circuit of the blocking oscillator. This method of damping 
is used in order to obtain the maximum amplitude of output signal. 

With resistance damping this is not the case. 

The waveforms observed at salient points in channel (2) are shown 

on page 52, Attention is called to that waveform observed at the plate 


of Vg. The dotted line, tg - t3, shows the expected wave form, the 
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Channel C. DELAY MULTIVIGRATOR, STRETCHING & SHAPING NETWORK, SLAVE 
° BLOCKING OSCILLATOR & AUDIO AMPLIFIER 


This channel, shown schematically on drawing FAS, produces a pulse 
about .2 microseconds wide which can be positioned in time over several 
microseconds and which can be wobbuluted simewise about one-half micro- 
second either si@e of its unmodvlated position, The wobbulation can be 
carried out over a frequency range of a few cycles up to scveral thousand 
eycles, Over this frequency range and excursion in time the modulation 
is essentially linear and has no discontinuities. This output pulse is 
used in the same manner as that from channel (B), to control pulse gener- 
ation channels (D) through (II). 

The entire channel (C) is made up of seven stages. V 1, and Vo 
constitute a variable delay one-shot multivibrator, V3 is a diode con- 
nected triode, $5670, used for clipping. R38, C23, R46, and Ryg consti- 
tute a pulse stretching and shaping (integrating am peaking) network. 
Vi, is an inverter - amplifier which is followed by Vs, an isolation 
stage cathode follower in which the leading edge of the pulse is further 
stretched, V6 is an audio amplifier with low frequency compensation to 
inprove the response of the stage. V7 is a slave blocking oscillator, 
normally biased below cutoff, controlled by the combined signals from 
Vo and Vg on its grid. 

The complete operation of the channel is as follows: 

A positive pulse about .2 microseconds wide and 5 volts in ampli- 
tude is coupled frou channel (A) through C15 to the grid of Vj, the 
normally OFF section of the delay multivibrator. F3, Ryo, and R39 
comprise a voltage divider network which biases V1 below cutoff with 
about -30 volts on the grid. The output of the delay multivibrator is 
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a positive square wave at the plate of Vo, and the width (position of 
the trailing edge) of this pulse is controllable by varying Ro, a 500K 
potentiometer front panel control. This square wave is differentiated 
across the Coo - Rj,g combination, The diode V3 passes only the negative 
pulse obtained from the differentiation of the trailing edge of the 
square wave, The differentiated pulse as appearing 4t the cathode of V3 


is showm below, 


Vue 





Slv 


1 
The clipped waveform on the plate of the diode is 
4 


-82V 


The pulse is stretched from .2 microsecond to .4 microsecond by the 
charging of C93, the stray or shunt capacitance from pin 3 of V3 to 
ground. This leading edge is now the important factor for consider 
até@pm. The negative pulse is developed across the Rj),6 - Ryg combi- 
nation and a portion of it impressed on the grid of Vj. In this 
Stage it is inverted and amplified and the leading edge of the plate 
waveform is stretched to about three microseconds, With a rise time 


of this duration the early portion is nearly linear. The integrated 
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wave is coupled via Co), to the grid of the cathode follower Vg- In the 
cathode follower stage the pulse is further stretched (integrated), a 
characteristic of such stages. The three microseconds rise time of the 
pulse on the cathode of Vy is nearly uniform in its rate of rise. The 
positive pulse at the cathode of Vo is coupled through capacitor Co¢ to 
the grid circuit of the slave blocking oscillator stage, V7. This wave- 
form is superimposed on the d~c fixed bias on the control srid of this 
stace. 

An audio input is also provided in this channel. The audio source, 
a sine wave of 20-3000 cycles/sec, is a Hewlett Packard 202D audio oscil~ 
lator or similar equipment. V¢é is a low frequency compensated audio 
amplifier which boosts the avdio input in amplitude, after which the 
Signal is coupled through C97 to the grid circuit of the slave blocking 
oscillator, This sine wave form is then superimposed upon the dc fixed 
bias, also. The three signals (d-c bias, pulse, sine wave) then combine 
to determine the time at which V7 will cycle. 

Referring to figure (A) on pagel5a the static conditions are seen 
to be sueh that the slave blocking oscillator is biased below cutoff. 
In this state there is a zero output from the channel. Figure (B) shows 
the positive pulse with a sloping leading edge which is cou»led through 
Co6 to the grid circuit of V7 from Vo. This pulse combines with the de 
bias to give the wave shape of figure (C). tow, it can be seen that at 
time t3 the combined signals add to a value which pushes the potential 
on the grid out of cutoff. At this time, then, the tube conducts, 
blocks, and completes a cycle with a positive pulse about .2 microsecond 
wide being developed across Rj,7, the 100 ohm cathode resistor. This 
pulse and that at the grid are shown on page 53, Waveforms for Channel 
(C). 
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If only the fixed d-c bias of about -20 volts and the positive 
pulse from V5 were present in the grid circuit of V7, the tube would 
fire once each time the positive pulse arrive. The recovery time of 
the stage is sufficient to prevent another cycle being initiated in the 
time period of t3 to t6 when below cutoff conditions are not present. 
The recovery time actually is such that, at some later tine t7, a cycle 
could occur if the grid potential were raised above the cutoff point. 

The audio frequency sine wave injected into the grid circuit from 
the audio amplifier stage Vg modifies the times of firing indicated 
above, This wave, shown at the right in figure (D), has a frequency 
very much smaller than that of the positive pulse of figure (B). The 
d=c fixed bias can be considered to be slowly modulated, toward and 
away from the cutoff level, by this audio frequency Signal, Referring 
to figure (D), left hand portion, the effect of this sine wave modu- 
lation is seen to be on the firing time for the tube V7e As the sine 
wave increased positively, the firing time is advanced from t3 to tp 
(upper dotted waveform). When the sine wave swings to its negative 
extreme the firing time is delayed to time t),. Recalling that many 
poritive pulses occur during a single sine wave, the firing tine is 
seen to vary sinusoidally from t3 to to, back to t3, to ty, and back 
again to t3 during a single audio cycle. The degree of linearity with) 
which this variation of firing time occurs is a function of the uni-~ 
formity of the slope, or rate of rise, of the leading edge of the 
positive pulse. Controls R3 (coarse) and Rj, (fine) are used to adjust 
the fixed d-e bias so that firing occurs during the earlier, nore 


linear, portion of the positive pulse's leading edge. Care must be 
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taken, however, that time t35 figure (C), is not advanced so much that 
to, figure (D), would tend to occur before t,. Under such conditions 
the oscillator would free run and no control would be exercised over the 
stage during this to to t,, period, 

The slave blocking oscillator itself is conventional and nearly 
identical with the one in channel (B). The positive, wobbulated, output 
pulse developed across Ry7 is coupled through Cop to a single pole double 
throw selector switch, where it may be selected to control pulse gener- 
ation channels (D) through (II). 


= 17 = 








Channels (D) through (H). CATHODE FOLLOWER, DELAY NULTIVIBRATOR, SLAVE 
BLOCKING OSCILLATOR, CATHODE FOLLOWER 


Channels (D), (E), (F), (G), and (H) are identical in circuitry 
and function. In describing the actions of these channels reference 
will be made only to drawing BAG, Channel (1)) of Modulator. For build~ 
ing and identifying components in the other pulse generation channels a 
cross-reference table is included, see pages 6 and 47, 

Action in pulse generati:n channel (D) is inaugurated by a fixed 
positive pulse selected from channel (B) by switch 53, or by a positive 
pulse wobbulated timewise at an audio frequency selected from Channel 
(C) by the same switch, 53. This positive pulse, fixed or wobbulated, 
is coupled through isolation cathode follower Vh3 to the grid of Vis 
the normally OFF half of the variable delay multivibrator Vuy-Vi5- The 
grid of Vu, is maintained below cutoff potential by a fixed d=-c bias of 
-27 volts. 

The output of this multivibrator is a positive square pulse appear- 
ing at the plate of Vise The width of this pulse, i.e. the after edge, 
is variable using poventiometer R7 on the front panel. This square 
wave is differentiated in the circuit of (,g and the plate coil of T),. 
The negative pulse, resulting from differentiating the after edge 
causes the slave blocking oscillator to cycle, A positive pulse, .2 
microsecond wide, is developed across the 100 ohm cathode resistor, 
Ree this signal is coupled through a cathode follower, V,7 for 


purposes of isolation, and thence to crystal diode Yj9. 
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Channel K. INVERTER AXMPLIFIORS AND CATHODE FOLLOWERS 

In this, the final channel, the five positive pulses generated in 
pulse generation channels (D) through (H) are combined, amplified and 
coupled to BNC output connectors through isolation stages. 

Referring now to figure "A7 and the waveforms for channel (K), a 
series of five pulses is coupled through C30 to the control grid of 
Vie a fairly high ¢,, high efficiency power pentode operated as a 
class A emplifier., This tube is of miniature construction and is 
characterized by how interelectrode capacitances and high perveanec, 
so is well adapted to high frequency and wide band service. Rog and 
Reg form a voltage divider network which provides a fixed bias of ~30 
volts. By so operating the stage, (fixed bias) the effect of degen- 
eration, present with grid leak or cathode bias, is avoided and greater 
gain is obtained, 

Without some means of limiting, the waveforms at the plate of this 


stage are as shown below (considering a single pulse); 


When several pulses, closely spaced are present, cach pulse rides in 
the combined overshoots of those pulses preceding it and the effect 


indicated below results: 


— 








The grid pulses are clean, so the transient is the result of the 
discharge of stray capacitances in the plate circuit. By using the 


network below this objectionable effect is eliminated: 





The plate of the tube is normally at about 250 volts. Voltage 
divider network R62 and R63 maintains the lower end of the crystal, a 
CK708, at about 245 volts. The crystal, being a unidirectional device, 
is arranged so that a positive pulse will be passed from the upper to 
the lower end (as located in the above drawing). With the circuit 
elements connected in this manner, whenever the plate of Vy. is more 
positive than about 25 volts the crystal presents a low imedance of 
approximately 350 ohms, and so very effectively clips the overshoot. 


This is demonstrated in the sketch following: 
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Before feldowing the pulses on through the remainder of Channel 
(K), mention should be made of the flexibility of the pulse train. 

As previously explained, each of these five pulses is renereted 
in its own distinet pulse generation channel, channels (D) through 
(H). If a chammel is triggered by the fixed pulse from channel (B), 
the output of that particular channel will be a fixed pulse, If, 
instead, the output pulse of channel (C) is used for trigcering a 
pulse generation channel, and if an audio signal is being fed into 
channel (C) causing its output to be frequency modulated, then the 
output pulse of that pulse generation channel will also be frequency 
modulated (wobbulated in time). 

Depending on the position of switches SWiz through SW7, the train 
of five pulses which is couplec to grid 1 of V)j may be constituted of 
any combination of fixed or wobbulated pulses, The pulses may be 
positioned relative to each other by controls R7, Rg, Ryo, Ry 1,5 and 
Fy2e Furthermore, all pulses ia the train which are produced through 
action of the trigger pulse from channel (B) can be postioned simul- 
taneously by control R39. the same is true for pulses generated in 
channels triggered from channel (C), control in time here being ef- 
fected by Ro. As an example, in the accompanying figure a typical 
pulse train is drawn. The second and fifth pulses are shown being 


wobbulated at an audio rate, say 1000 cy/sec. Pulses one, three, 
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end four are Stationary. The time intervals between leading edges of 


adjacent pulses are .9, 1.2, .6, and .8 usec, 
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This pulse train is inverted and amplified by Vj), shaped by the 
crystal network and coupled into cathode follower V}),g for isolation 
purposes, The pulses on the grid of tho cathode follower are negative. 
If these waveforms are to appear on the cathode of this stage, tie grid 
must be maintained at a positive potential of such magnitude that the 
sube is not cutoff by the negative input pulses, since this would re~ 
sult in unwanted clipping and distortion of the pulses. 

A voltage divider composed of Rg), and R65 furnishes a positive 
bias of 125 volts under dynamic conditions. ‘This mamtains the grid at 
a proper level to prevent grid clipping. Considerable grid current is 
draym, of course, and this injects a grid leak bias into the circuit 
for consideration, The plus 125 volts desired, and obtained, is the 
result of fixed plus gric leak bias and, as noted above, is the con- 
dition prevailing when the equipment is in operation. 

The negative pulse developed across K¢¢ is coupled through C39 
to the BNC fitting on the front panel labeled NEG. OUT. ‘The capacitor 
C39 serves to prevent the tube from burning out in the event a d-c 


short to ground is placed across the output terminals. 
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A small portion of the negative pulse appearing at the cathode of 
¥),g is coupled to the grid of V),7, another GANS inverter-amplifier. 
This Mast is also equipped in the plate circuit with a pulse clipping 
network, with the crystal reversed to handle signals of opposite polari- 
ties to those occurring in the first inverter-amplifier, V},. ‘The 
shapec positive pulses at the plate of ¥j,7 are coupled through ©},) to 
the grid of cathode follower Vj,9. They appear at the cathode of the 
same tube and are coupled throwgh a d-c isolation capacitor, C).o» to the 
BNC fitting on the front panel labeled 0S. OUT. 
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PORER SUPPLY 

The power supply for the subject unit is included as an integral 
part of that unit. However, the chassis on which it is built can be 
disconnected from the main chassis merely by breaking the 1) wire con~ 
nector plug between the two units and removing the fastener bolts hold- 
ing the two chassis together, 

The power supply furnishes plus 260 volts for plate supply and a 
-42 volt supply for biasing purposes, It also furnishes a filament 
supply of 6.3 volts, and, although not at present connected to the 
coupling plug, could furnish a 5 volt filament supply. 

The high voltage transformer is a Stancor Universal Type, #P=631. 
The plate or secondary furnishes 700 volts, center tapped, at 200 mils. 
Two filament winding supply 5 volts, center tapped, at 3 amps and 6.3 
volts, center tapped, at 5.5 amps. The transformer weighs about 7.7 
pounds and has a mounting area of .5" X 3.75". 

The total filament current drain exceeds the 5.5 arp rating so a 
separate filament transformer is employed. This transformer is a 
Stancor Single Secondary Type, #P-6308. The secondary supplies 6.3 v, 
center tapped, at 10 amps which exceeds somewhat the total filament 
drain. This filament drain is about 9 amps. The transformer weighs 
about four pounds and requires a mounting area of 2.8" X 3.2", 

Several other equivalent transformers are available commercially 
and may be substituted if those listed above are unavailable. The 
P-631) may be rephaced by a Chicago Cat. #PH-200, or U.T.C. Cat. 
#R-109, or a Thordarson Cat. #T-22R07. The P-6308 has an equivalent 
in a Chicago Cat. fF-610, a U.T.C. Cat. #0G-122 or an S-61, and a 
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Thordarson Cat. #T-21F12. 

For reetification, three 6X) full wave rectifiers are connected in 
parallel, These miniature tubes have a max. de output current handling 
capacity of 70 ma a piece or 210 ma for the parallel combination. 

A pi type C-L-C smoothing filter is employed. ‘he capacitors used 
are O microfarad, plug in type (using octal socket) electrolytics, 
rated at SO working volts. 

The single filter choke in the network is a Stancor Heavy Duty 
Type, #C-1721, 8.5 henries and rated at 200 ma. Its d-c resistance is 
120 ohms, weight about |, pounds and mounting dimensions 3.2" x 3.3". 
Other commercial equivalents are Chicago Cat. #RC-3200 and Thordaraon 
Gat. #7-20055, 56. 

A 6AS7G, low mu twin power triode is used as a current control 
tube. This glass octal tube is the only non-miniature employed in the 
entire unit. The current handling capacity is 125 ma per section. The 
bias control tube is a 6AK5 sharp cutoff pentode. An OA2 glow-discharge 
diode is used, for a 150 volt voltage regulator. A divider network, 
Ry5 and Rg, provides bias control for the 6AK5. The positive and nega- 
tive output volteges are taken off across R )g and Rog respectively, 

a bleeder network. 

In detail the regulated power supply functions as follows; 

The 115 volt ac input voltage is stepped up by Tg to 700 volts. 
The secondary is center tapped so that 350 volts (rms) is applied 
across each section of the full wave rectifiers. The two halves of 
the rectifiers conduct alte nately as each plate is made positive by 


the secondary of the transformer. The capacitors C, and Co charge 
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when the rectifiers conduct and discharge through the bleeder network 
when the tube is not conducting. The choke tends to keep a constant 
current flowing in the same direction through the load, due to the build- 
up and collapse of its magnetic field when the current increases and 
decreases, 

TH® Voltage (d-c) at the positive end of ¢, is 00 volts when the 
equipment is in full operation. The potential across Cy is 375 volts. 
This neans a drop of 25 volts occurring across the choke, 1. 

The current being drawn is then 

25v/120 ohms = 208 ma. 

This current is divided three ways between the 6X4's, i.e. 69 ma 

pertube. The drop across the rectifiers is 
69 ma x 150 ohms=10.) volts, 

The 150 ohms is the aporoximate total effective plate supply 
impedance per plate for the rectifiers. 

The capacitor input to the filter is used to obtain a somewhat 
higher output voltage. The output voltages of the regulator are de-— 
veloped across the bleeder network R,g and Roop in parallel with the 
Ryo-Rge Rig is also paralleled by the resistance of the load, All the 
load current must also flow through the plate to cathode resistance of 
V38, the current control tube, All the other elements in the regula- 
tor circuit function to control this resistance of V3g and thereby main- 
tain a constant load voltage. 

The plate supply voltage of V39 is the regulated output, i.e. 
about 260 volts with respect to ground (or 302 volts with respect to 


the center tap of the secondary). 
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The bias on V39 is set by Rg and so controls the current flow 
through the 6AK5. This current flows through Rj3, an 52K plate resistor, 
causing a drop across it. This drop is the bias on V3g. Hence, the 
adjustment of R8 establishes the normal plate resistance of Vj. This 
adjustment is used to set the desired value of load voltage which the 
regulator is to maintain, in this case plus 260 volts. 

Any tendency for the load or output voltage to drop tends to increase 
the bias on V39¢ This results directly in a lower bias for V3gs which 
in turn means a lowering of the plate resistance of this tube. A smaller 
portion of the available voltage then appears across the tube and so the 
output load voltage remains practically constant. 

The pentode is used for V39 because small variations in the load 
voltage are amplified sufficiently to insure proper operation of the 
regulator circuit. 

To insure that the glow tube V3), will ionize when the power supply 
is first turned on its anode is connected through Rjj, to the plate of 
V3960 

The bleeder network in this regulator actually serves two purposes. 
It acts as a discharge path for the capacitors when power is removed, 
and it acts as a stabilizer to protect the voltage regulator at no load. 

The bleeder current is 


He = 23.2 ma 


which is about 11% of the total current, 
Dissipation in Rig is 
§.02322) (11200) - 6.3 watts 
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The total current flows through Roop. Across the resistance, ~lj2 


volts is developed, therefore its value is 


i ‘ 202 ohms 


A twenty=watt, 500 ohm, wirewound resistor with a variable tapfia used 
here and adjusted to the proper value of 202 ohms. 
Plate dissipation in V39 is 
(375 ~(260 plus 42)) x .208 = 15.1 watts 
which is slightly above the rated max. 
The cutoff or Series resonant frequency for one LC section of the 
filter is 


fo = 1 = &.62 cy/sec. 
S77 


a 
The ripple voltage is a f vy, iy : 
6 


Ns £ 
where f =~0€ /s ec for a full wave 
rectifier. This gives a ripple voltage of ae i =S A440 -4 or the 

120 


ripple voltage is .516% of the innut voltage, 
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COMMENTS AND OBSURVATIONS 

One of the most interesting and more difficult problems encountered 
in the design of this modulator unit occurred during work on the mixer 
section, Channel (K). 

Clean positive pulses with no visible transients were obtained at 
the cathodes of Vi79 Vers Vass Vogs and V33 the output cathode follower 
stages of channels (), (E), (F), (G), and (H) respectively, These 
positive going signals were transmitted through the unidirectional 
erystals Yj through Yy¢ (one per channel) and, depending upon the set~ 
tings of the delay controls in the delay multivibrator in each channel, 
a coded pulse train was obtained such as that in the accompanying 


figure, 


when observed at the forward end junction of the five CK706 crystals. 


The circuit involved was as follows; 


Os ale 


6.8K 





The wave shape could be broken down into, say, a stretched pulse 
with a long decay time plus a transient superimposed on the decaying 


trailing edge, i.e. 
—! - 





Ti 


In the period from to to tp the pulse shape was preserved, During 
the period t, to to grid conduction occurred and the equivalent circuit 


was as follows; CK 108 Os 


BK =1K 
240ON 


which gave a faiwly small RC decay time. lowever, as soon as the signal 


fell to where grid conduction ceased, the equivalent circuit became 


CK 108 Os 
6.8K | /0 0K 


and the RC was increased over ten fold. The transient which occurred 
when the abrupt switch from grid conduction to non-conduction took 
place appeared as a natural result of the lead inductance in series 
with the coupling capacitance which form a series LC circuit. The 
high LOOK damping resistance in the network prevented it from reaching 
any sizeable proportions. 

To correct these conditions and so preserve the waveform as 
developed across the 6.8K cathode resistor, several chances were 
made. 

The long RC time constant was reduced by replacing the .05 
capacitor with a .00l1 and a direct d-ce discharre patch (2.2K to 
ground) included, Fixed bias replaced grid lead bias on the pentode 


amplifier and all leads were shortened as much as possible, 


= % - 


alae 5S OEE Uke WoHes Aig bey Aen | Rem 
Ae ae A hee er Ls ee 


ot © 





The new circuit, which preserved the waveshape very closely was as 


indicated in the next figure; 


6 Bk Bias 





The first plate circuit for V),; built up on a breadboard was the 


following one: 





The 390 micromicrofarad coupling capacitor was selected to series 


resonate with the peaking coil, The damping resistance across this 


coil was adjusted so that a waveform such as 


~ a2. 





was obtained at the grid of the cathode follower. With the double 
limiting network in the output circuit of this cathode follower, a sat- 


isfactory positive pulse was obtained, 


eae 


This was the case when a single pulse was put through the mixing 
channel. llowever, a new situation developed when the whole coded 
train of pulses was coupled through. It was now found that, when one 
pulse was brought very close to an adjacent one, the positive over 
shoot, which ultimately becomes the output pulse, rode down into the 
negative swing of the following pulse and its amplitude was preatly 
attenuated, And, as all pulses were brought into proximity and the 
negative swings were compounded, the output p.lse train from the 


cathode follower took on this appearance: 





This arrangement was discarded as obviously unsatisfactory and a 


new circuit, as shown schematically in the next figure, was built; 





In this circuit a step-up was obtained in the pulse transformer in 
the pentode plate circuit. The crystal diode in the secondary clipped 
any negative overshoot and the crystal network in the primary kept 
transients from appearing on the pulse developed at the plate of the 
pentode,. 

The output pulse train coupled to the cathode follower had the 


following appearance, 


By varying the turns ratio of the pulse transformer, for details 
of which see drawing EA3, it was found that the remanance of the Ferrox~ 
cube core was sufficient, when a step up of 2:1 or greater wat employed, 
that a "following" pulse occurred before the recovery time (of the core) 
was reached for a "preceding" pulse. Consequently, again there was the 
problem of one pulse introducing cross-talk upon another. A great many 
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turns ratios, wire sizes, core sizes, etc. we:e tried before it was 
found more satisfactory to ret away from the cores entirely, due to the 
size of the amplitudes of the pulses involved. The ultimate circuit is 
that shown in drawing EA7. 

Since the modulator has been completed and has been used, several 
possible changes for improvement have become apparent. 

As the unit is constructed at present there is no means for cutting 
out comoletely, from the output coded pulse train, the pulse from any 
one particular channel, In one position of the single pole double throw 
switch a fixed pulse is produced and in the other position a wobbulating 
pulse is obtained. By replacing these two position toggles with types 
incorporating an OFF position, this undesirable conditicn can be 
rectified, Due to the circuit location of these switches no snuffer 
type contact mechanism, for eliminating pitting caused by arcing, is 

needed. <A slow make, slow break type switch will allow decided economies 

over those switches designed for universal or d=c applications. The 

General Cement Mfg. Co., is one source of supply for this neutral center 
tehs; Item #1308. 

The power supply built for use with this unit utilizes a type 6AS7C 
as a current regulator in the stabilizing circuit. This is a rather 
large and unwieldy tube in a unit in which all other tubes are of mini- 
ature construction. This 6AS7G envelepe protrudes even beyond the 
transformers and chokes used in the power supply. A new tube very 
recently brought out by the RCA Victor Division of the Radic Corpora- 
tion of America is the type 6080. The 6080 is a low-mu, high perveance, 


twin power triode designed primarily for use as a regulator tube in 
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stabilized d=c power supply units. It is similar to the 6AS7-G in 
characteristics, but is smaller in size and features conservative ratings. 

In d=c amplifier applications, maximum ratings for each unit include 
a plate tol tag of 250 volts, plate current of 125 ma and a plate dissi- 
pation of 13 watts. These ratings are identical with those for the 6AS7G. 

Another feature which might be changed, and so improve the wit, is 
the replacement of all 6J6 twin triodes by 5670's, This would reduce the 
types of tubes employed by one. The two types are similar except that 
the 6J6 employs a common cathode whereas each section of the 5670 has a 
separate cathode pin making this tube somewhat more versatile than the 
6J6, This change would necessitate some readjustment of component valves 
in the multivibrator circuits where the 6J6 is most frequently utilized. 

Along this same line of thought it is noted that the tube V¢ uses 
4636 and the other half of this envelope is unused. Also Vj3 utilizes 
half of envelope X,5 while the other half is idle. This offers an 
opportunity for reducing the tube complement by one. 

In the power supply the degree of regulation was sufficient to 
meet requirements of the unit. However, the margin was not sreat. In 
order to increase the sensitivity of the regulator to load changes, it 
may be desirable that a bias control tube, V39, with a greater ampli- 
fication than that afforded by the 6AK5 should be employed. 

One final note about the power supply: It is generally regarded 
as more satisfactory to use both halves of a rectifier for the same 


phase and connect them thus, 
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However, this requires an ever nuxber of rectifier tubes and would 
involve increasing the tube complement by one. 

The C¥708 germanium crystal diodes used in numerous circuits 
throughout the design are a Raytheon product. Their important character- 


istics sre as follows: 


Max. d-c inverse voltace 100 v 

Peak anode current 100 ma 
Wax. ave, d-c anode current 35 ma 
Min. fwd. current at 41 volt 3 ma 
Max. inverse current at -100 volts 2625 ma 
Shunt capacitance pg 


There are a number of other cermanium diodes available with about 


the same characteristics. Among these are: 


1N38 Sylvania 
1N38 Kempton 
1N52 General Electric 


Germanium when compared with other semi-conductors used in point 


contact type diodes possesses the following advantares: 
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1. The ability to withstand a much higher inverse voltage. 
2. The ability to self~heal in cases where electrical breakdown 
may occur, 


In the pulse transformer applications to which these crystal diodes 


are put, both of these edvantages are an asset, 
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Type Control 
Pot. 
Pot. 
Pot. 
Pot. 
Pot. 
Pot. 
BNC 
Toggle 
Toggle 
Togrle 
Toggle 


Toggle 


Pot. 

Pot. 

Pot. 

Pot. 

Pot. 
Receptacle 
Toggle 
Toggle 


BNC 


Sumuary of Front Panel Controls 


Labe led 
Reg 
Fixed (B) 
Wob (C) 
Coarse 
Fine 
Rep (A) 
Syne Out 
Fix~Wob 
Fix-Wob 
Fix-Wob 
Fix-Yob 
Fix~Wob 
Audio~In 
Chan. D 
Chan. E 
Chan. F 
Chan. G 
Chan. il 
115 v a-c 
Pi. 

H.V. 


Neg. Out 


sem No. 
Rg 
R30 

Ms 

Rs 

Ry 

Rs 


Siig 
SW6 
SWw7 


~~ - 


Function 
Set regulated voltage 
Delay Fixed Pulses 
Delay Wob. Pulses 
Adjust bias 
Adjust bias 


Control rep. rate 


Select Type Pulse 
Select Type Pulse 
Select Type Pulse 
Select Type Pulse 
Select Type Pulse 


Delay Pulse 
Delay Pulse 
Delay Pulse 
Delay Pulse 
Delay Pulse 


Operate Fil. X 
Operate 4.V. Xfmr 








Tube 


"i 

Vo (X;) 
V3 

Vy, (X3) 
Ve 
V6 


V9 
Vio (X9) 
Vin 
Vz3 (%2) 
Vis 
Vas (Xi) 
V16 
V17 
Vi8 
Vyg (Xi) 
V20 
Var (X17) 
V20 
Va3 (X22) 
Von 
Vor 


Vacuum Tube Summary 


Channel 
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Function 
Delay Multivibrator 
Delay Multivibrator 
Diode Clipper 
Inverter-Amplifier 
Cathode Follower 
Audio Amplifier 
slave Blocking Oscillator 
Delay Multivibrator 
Deley Multivitrator 
Slave Blocking Oscillator 
Free Running Blocking Oscillator 
Delay iiltivibrator 
Delay Multivibrator 
Slave Bloeking Oscillator 
Cathode Follower 
Delay Multivibrator 
Delay Multivibrator 
Slave Blocking Oscillator 
Cathode Follower 
Delay Multivibrator 
Delay Multivibrator 
Slave Blocking Oscillator 


Cathode Follower 
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Tube 


V26 
Ve7 
V28 
Vag 
V30 
V31 
V32 
V33 
V3 
V35 
V36 
V37 
¥38 
V39 
Tyo 
Via 
Vu3 
Vi 
Vus 
V6 
Vu7 
V8 


(X06) 


(X55) 


(X39) 


(Xz) 
(X),3) 
(Xo) 


Type 
2646 
3656 
6ch 
25670 
3656 
4656 
6ch 
35670 
OA2 
6xh 
6x 
6x; 
6AS7G 
6AKS 
45670 
6AN5 
$5670 
$5670 
35670 
25670 
6ANS 
35670 


Vyg (X48) 25670 


Channel 
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Function 
Delay Multivibrator 
Delay Multivibrator 
Slave Blocking Oscillator 
Cathode Follower 
Delay Multivibrator 
Delay !ultivibrator 
Slave Blocking Oscillator 
Cathode Follower 
Voltage Regulator 
Full Wave Rectifier 
Full Wave Rectifier 
Full Wave Rectifier 
Current Control 
Bias Control 
Cathode Follower 
Inverter~Anplifier 
Cathode Follower 
Cathode Follower 
Cathode Follower 
Cathode Follower 
Inverter~Amplifier 
Cathode Follower 


Cathode Follower 
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Size 
500K 2W pot. 
LOOK 2W pot, 
1K 2W pot. 
5M 2W pot. 
500K 2W pot. 
LOOK 2W pot. 
500K 2 pot. 
500K 2W pot. 
500K 2W pot. 
SOO0K 2W pot. 
82K 1¥ 
68K 
300K 
11.2K 5W 
500 ohm 20W (tapped) 
2.7K 
100 ohm 
5.1K 
10K ‘1W 
470K 
50K 
500Kewhot. 
560K 
LOK 1W 


R 
35 
3h 
35 
36 
37 
38 
39 
ho 
Wi 
h2 
43 
bh 
45 
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55 
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All resistors 4+ watt unless otherwise noted. 
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Size 
15K 
220 ohn 
10K 1W 
220K 
270K 
9.1K 
56K 
470K 
10K lw 
560K 
10K 1W 
47K 
6.8K 
13.2K 1W 
100 ohm 
5.1K 
91 ohn 
13.8K 1¥ 
100K 
6.8K 
100K 
910 ohm 
5.6K 1W 


82K 1W 
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Size 
270K 
680K 
1.5K 1W 
68K 
220K 
363M 


303M 
8.9K 2W 
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6.8K 
56k 
470K 
10K 1¥ 
560K 
10% 1W 
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LOK 1W 
100 ohm 
220K 
270K 
820K 
6.8K 
820K 
6.6K 
56K 
470k 
10K 1W 
560K 
10K 1W 
15k 
10K 1W 
100 ohn 
220K 
270K 
820K 

6, 8K 
820K 
6.8K 
56K 
70x 
LOK 1W 
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12 
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H 
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H 
i 
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Size 
6.8K 
56K 
70K 
10K 1W 
560% 
10K 1W 
15K 
1ck IW 
100 ohm 
220K 
270K 
820K 
6.8K 
2.2K 
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All capacitors 200 WV unless otherwise noted. 


Size 
40 mf 50 Ww 
40 mf 50 Ww 
100 
05 300 Ww 
100 300 Ww 
100 
32 
62 
002 
-01 300 Ww 
OL 
05 
100 
100 300 WV 


002 
«1 300 a 
OL 
2005 
100 300 WW 
200 
001 300 KV 
068 
201 
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00 300 WW 
eO1 300 W 
Gh 

005 

-OL 300 WV 
100 300 WW 
100 

10 300 WW 
62 

002 

201 300 BV 
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Size 
205 

100 300 Ww 
100 

10 300 Ww 
62 

.002 

01 300 W 
01 

205 

100 300 WV 
100 

10 300 HV 
62 

.002 

01 300 W 
201 

205 

100 300 WV 
100 

10 300 w 
62 

. 002 

01 300 Ww 
01 


76 
1 
78 
19 
80 
81 
62 
83 
bh 
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Channel 


Size 
005 

100 300 Ww 
100 

10 300 W 
62 

.002 

OL 300 Ww 
.O1 

205 





CROSS INDEX CHANNGSLS (D)—(H) 
Channel (D) Channel (E) Channel (F) Channel (G) Channel (H) 


Vy3 Vi, (X-5) Vig (X13) Vio V6 (X-40) 
Vuy V18 V22 V26 V30 
Vig (X~11) Vig (X-18) Vo3 (X-22) Vo7 (X-26) V31 (X-30) 
Yx6 Y20 Yah "28 V32 
Vy7 Voz (X-17) Vor Vag (X-25) V33 
R75 Rg9 R103 R117 Ri31 
R76 Rg Rio R418 R132 
ot Roy R105 Rig R133 
R78 R92 R106 R120 R134, 
R80 Roh, R108 R122 R136 
a Rg Ri9 Ryy Rye 
Rg Roo Riog R123 Ry 37 
Rga R96 R110 Ria Ry 36 
RO3 Ro? Ray Ry 25 Ry 39 
Rg), Rog Ryi2 Ry 26 R10 
Res Rog Rui3 R127 Ruy 
Rg6 Rioo Ruy Ry28 Riy2 
Rg7 R101 Ris R129 R143 
Rgg R102 R116 R130 Ruy 
R79 R93 R107 R121 R135 
Cys €53 C61 C69 C77 
C6 Ce, C62 C70 C78 
C47 Css C63 on C79 
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Channel (D) Channel (£) Channel (F) Channel (G) Channel (H) 


Chg C 56 Ce, C70 Cao 
Chg C57 C65 C73 C81 
C59 Cc§ °66 Cry 2 
“51 °59 “67 i “63 
Cy2 C60 C68 C76 Coy 
qT), Ty 1% T7 Tg 

* te Se To Hh 
Ye 43 Yu Ys 116 
SW3 Sm, SWy SW SW, 


Rete SHEKHAR AKRRAH eH CKHKKEKHHKEEERKKeKHKAH WHR HK 


Cross reference TALLE for pulse generation channels (D) through (H). 
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